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5.2, 
Paragraph 
Bullet 5 

Changes 
(Use DCN Continuation Sheet for Additional Space) 

Change the second sentence to read, "Fill a high-range D.O. AccuVac Ampul with the 
sample by holding the ampul with the pointed tip down in a beaker containing 50 to 
lOOml of sample and breaking the tip o f the ampul against the bottom of the beaker," 
rather than against your gloved finger. 

i (Reason for change - Provide numbers to reference corresponding items above) 
- 
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1. Eliminates an unsafe practice. 


